Introduction
============

Chronic obstructive pulmonary disease (COPD) is characterized by persistent and progressive airflow limitation and reduced lung function,[@b1-copd-11-2859],[@b2-copd-11-2859] and is estimated to become the third leading cause of mortality and the seventh leading cause of morbidity worldwide by 2030. COPD also has a substantial impact on health-related quality of life (HRQoL) and requires significant health care expenditures.[@b3-copd-11-2859]--[@b6-copd-11-2859]

Tiotropium bromide is an inhaled long-acting anti-cholinergic bronchodilator, and a single dose per day is effective for treatment for moderate-to-severe COPD. Its therapeutic benefits include sustained bronchodilation over 24 h, improved efficacy of lung function, better HRQoL, and reduced acute exacerbations and hospitalization.[@b7-copd-11-2859]--[@b14-copd-11-2859] Previous studies have consistently reported that this drug has favorable tolerability and the potential to improve treatment adherence and compliance of patients with moderate-to-severe COPD.[@b7-copd-11-2859],[@b8-copd-11-2859],[@b12-copd-11-2859]

Tiotropium bromide has been available as a single-dose (18 μg) dry-powder capsule delivered via a HandiHaler^®^ (Boehringer Ingelheim Pharma GmbH & Co, KG, Biberach, Germany) since 2002[@b15-copd-11-2859] and as an aqueous solution (5 μg once daily) delivered via the propellant-free multidose Soft Mist™ inhaler (SMI) (Boehringer Ingelheim Pharma GmbH & Co, KG, Biberach, Germany) since 2007.[@b16-copd-11-2859] Physicians worldwide have prescribed this drug, and there are \>25 million patient-years of use.[@b7-copd-11-2859],[@b8-copd-11-2859],[@b11-copd-11-2859] HandiHaler is the most prescribed COPD maintenance treatment inhaler worldwide, and has \>31 million patient-years of use.[@b17-copd-11-2859] Adherence to COPD treatments, particularly long-acting bronchodilators, is considered critical for the management of stable COPD.[@b13-copd-11-2859],[@b18-copd-11-2859] The therapeutic success of inhaled medications relies on the efficacy of the drug, the characteristics of the inhaler (such as ease of use), the complexity of the regimen, the frequency of dosing, and patient preference for a particular inhalation device.[@b12-copd-11-2859],[@b18-copd-11-2859]--[@b27-copd-11-2859]

Operational complexity and a need for the patient to generate an inspiratory effort to overcome the internal resistance are the main limitations of several single-dose dry-powder inhalers (DPIs), which were introduced over the last few years.[@b28-copd-11-2859]--[@b30-copd-11-2859] Development of new inhalers with features that make it easier for patients to deliver the same dose of tiotropium may provide substantial cost benefits for treatment of COPD.[@b31-copd-11-2859] A previous study compared patient preference and ease of use between Diskus^®^ and HandiHaler^®^ among 60 COPD patients who were naive to these inhalers but experienced with others. The results indicated that there were similar numbers of instruction steps for these inhalers, but that more patients preferred Diskus (43 patients) than HandiHaler (16 patients).[@b32-copd-11-2859]

Another study assessed inhaler technique and patient preferences in adults with asthma (n=194) or COPD (n=107) who were undergoing treatment with Aerolizer^®^, Autohaler^®^, Breezhaler^®^, Diskus, HandiHaler, MDI without Spacer^®^, Miat-haler^®^, Novolizer^®^, Respimat^®^, and/or Turbohaler^®^. The HandiHaler and Diskus were the most commonly used inhalers among COPD patients (26% and 21%, respectively). The patients reported that the Diskus was the second easiest to use (after Turbohaler) and the second favorite-for-daily-use (after Novolizer). HandiHaler use was associated with increased likelihood of performing errors in inhalation technique (odds ratio: 3.71, 95% confidence interval \[CI\]: 1.38, 10.2) and it also had poorer performance than the Diskus.[@b33-copd-11-2859]

COPD occurs most often in the elderly, who are also more prone to the adverse effects of diseases in general.[@b34-copd-11-2859] Given the rise of error rates in use of inhalation devices with increasing age,[@b35-copd-11-2859] easy-to-use multidose DPIs are considered as especially beneficial for elderly COPD patients because they can improve patient adherence to treatment and thereby improve long-term outcome.[@b19-copd-11-2859],[@b36-copd-11-2859]

Thus, Neutec Ar-Ge San & Tic A.S. Istanbul, Turkey developed Discair^®^ to provide a patient-friendly and easy-to-use alternative for tiotropium therapy. Discair is a true multidose DPI device that contains 60 doses in an indexed foil--foil aluminum strip. The dose blister is only opened just prior to patient inspiration and there is no need for cleaning or reloading. Discair is an easy-to-use DPI that requires only 3 steps, and the inhalation flow rate has minimal effect on dose emission.[@b37-copd-11-2859]

The present study compared the bronchodilator efficacy of 18 μg once-daily tiotropium inhalation administered via Discair and HandiHaler (reference inhaler) in patients with moderate-to-severe and stable COPD.

Methods
=======

Study population
----------------

Fifty-eight of 67 initially recruited patients with moderate-to-severe COPD fulfilled the eligibility criteria and were included in this randomized, active-controlled, parallel-group, open-label, Phase IV non-inferiority trial ([ClinicalTrials.gov](http://ClinicalTrials.gov) Identifier: NCT02541006). This study was conducted at 2 consecutive visits (screening visit at study enrollment and treatment visit up to 24 h after inhalation therapy) between November 2014 and April 2015.

All patients were aged 40 years and older and had clinically confirmed moderate-to-severe COPD. COPD severity was defined as a post-bronchodilator forced expiratory volume in 1 second (FEV~1~)/forced vital capacity (FVC) ratio of ≤0.70 and an FEV~1~ of ≤80% of predicted normal value at the screening. The enrolled patients also had no exacerbations within last 4 weeks, were current/former smokers with at least a 10 pack-year history of cigaret smoking, able to communicate with the investigator, accepted the procedures of study protocol, and provided signed and dated informed consent documents for participation. Additional inclusion criteria for female patients of childbearing age were negative pregnancy test results and use of acceptable contraceptive methods. The exclusion criteria were history of hypersensitivity to anticholinergics, diagnosis of asthma, history of allergic rhinitis and atopy, current or past history of lung cancer, known symptomatic prostatic hypertrophy or narrow-angle glaucoma requiring drug therapy, exacerbation of COPD or lower respiratory inflammatory disease requiring use of antibiotics, use of oral or parenteral corticosteroids within 4 weeks prior to the screening visit and/or during the run-in period, attenuated virus vaccination within 2 weeks prior to the screening visit and/or during the run-in period, recent history of myocardial infarction, acute ischemic cardiac disease or severe cardiac arrhythmia requiring drug therapy, and being pregnant or lactating or planning on becoming pregnant during the study period.

The study protocol was approved by the Ethics Committee of Istanbul University, Istanbul Faculty of Medicine (date of approval: February 21, 2014; reference number: 04) and the Turkish Medicines and Medical Devices Agency (April 16, 2014). All participants provided written informed consent following a detailed explanation of the objectives and protocol of the study. This study was conducted in accordance with the ethical principles stated in the Good Clinical Practice Guidelines and the Declaration of Helsinki.

Study procedures
----------------

Patients were evaluated at 4 consecutive visits: baseline (enrollment), screening, treatment, and 24 h after treatment. After confirmation of patient eligibility, data on socio-demographic characteristics (age, sex, and smoking status), body mass index (BMI), characteristics of COPD (newly diagnosed, formerly diagnosed, disease category, treatments, and exacerbations), and modified Medical Research Council (mMRC) scale dyspnea scores were recorded at the screening visit. For newly diagnosed and formerly diagnosed patients who were not on COPD medication, the screening visit was performed on the day of enrollment. For formerly diagnosed patients receiving COPD treatment, the day of the screening visit was based on the completion of a wash-out period, with the length determined by the specific medication. During the wash-out period, salbutamol (100 μg inhaler) was prescribed as a rescue medication.

The 58 eligible patients were randomly assigned to receive the standard dose of tiotropium (18 μg) with proven efficacy and safety for COPD indication, as dry powder for inhalation (Tiofix^®^) by Discair (test inhaler, n=29), or as dry-powder capsule for inhalation (Spiriva^®^) by HandiHaler (reference inhaler, n=29). Vital signs, physical examination findings, complete blood count (CBC), and blood biochemistry panels were recorded at the screening and treatment visits.

Patients in both groups were trained for the correct use of the inhalers. We considered all patients to have received the medication properly unless indicated otherwise in the case report form.

A single dose of the study drug was administered via the test or reference inhaler at 8:00 am on the day of the treatment visit. Spirometric measurements (FEV~1~ and FVC) were performed via spirometer (MIR SpiroLab III, Italy) for a period of 24 h at 11 different times: pretreatment (0 min, prior to the first dose) and posttreatment (15, 30 min and 1, 2, 3, 4, 6, 8, 12, and 24 h).

Study measures
--------------

The primary efficacy measures were the maximum changes in FEV~1~ and FVC (absolute change in L and %) from baseline and standardized area under the response--time curve (AUC) for both measures at 24 h after a single dose of tiotropium. The secondary efficacy measures were time to onset of response and peak response, and safety. Safety evaluation was based on adverse events reported by the patients and determined by physical examination and laboratory tests.

The AUC was calculated for the absolute change in FEV~1~ and FVC from baseline over the 24-h study period using the trapezoidal rule. The "time to onset of response" was defined as the time after drug administration when a 100 mL increase in FEV~1~ and a 150 mL increase in FVC first occurred. The "time to maximum response" over the 24-h study period was also recorded.

Statistical analysis
--------------------

The sample size calculation was based on the primary efficacy measure of mean maximum change in FEV~1~ within 24 h after bronchodilator use. We estimated a sample size of 58 patients (29 per group) based on the non-inferiority hypothesis of maximum change (mL) in FEV~1~ from baseline in reference versus test groups with a non-inferiority margin of 0.100 L (H0: μr-μt ≥0.100; HA: μr-μt \<0.100) and a standard deviation (SD) of 0.150 L. All statistical analyses were performed using SAS 9.3 TS Level 1M2 software (SAS Institute Inc., Cary, NC, USA). Data are expressed as mean (SD), count (%), and minimum--maximum where appropriate.

The non-inferiority of the test group relative to the reference group (primary efficacy variable: mean maximum change in FEV~1~ with in 24 h) was analyzed by analysis of covariance (covariates: time to maximum FEV~1~ response and smoking as pack-years) and calculation of 95% CI. For the comparison of other variables, superiority analyses were performed using a two-way Student *t*-test for numeric data and a chi-square and Fisher's exact test for categorical data. A *P*-value \<0.05 was considered statistically significant.

Results
=======

Baseline characteristics
------------------------

[Table 1](#t1-copd-11-2859){ref-type="table"} shows the baseline characteristics of patients in the test and reference groups. The two groups were similar in terms of demographic characteristics, BMI, vital signs, CBC findings, and COPD characteristics. Most patients in the reference group (82.8%) and test group (62.1%) were ex-smokers, and 86.2% in each group were diagnosed with COPD category B based on the criteria of the Global Initiative for Obstructive Lung Disease (GOLD). Most patients in the test group (62.1%) and reference group (58.6%) did not experience exacerbations during the previous year, and 82.8% in each group were receiving COPD treatment. The distribution of mMRC scores were similar in the reference group (1: 27.6%, 2: 69.0%, 3: 3.4%) and the test group (1: 17.2%, 2: 72.4%, 3: 10.3%). All patients were compliant with their COPD therapies, and there were no records of poor inhalation technique during training.

Efficacy parameters
-------------------

[Table 2](#t2-copd-11-2859){ref-type="table"} shows the spirometry results for the reference and test groups. These results show no significant difference between the groups in FEV~1~ and FVC at the screening visit. [Figure 1](#f1-copd-11-2859){ref-type="fig"} shows the spirometric measurements during the 24 h after bronchodilator use. Analysis of these results indicated that the FEV~1~ and FVC values in the reference and test groups were not significantly different at 2, 4, 8, and 24 h ([Table 3](#t3-copd-11-2859){ref-type="table"}).

Additional comparisons of treatment efficacy ([Table 3](#t3-copd-11-2859){ref-type="table"}) indicated similar mean maximum change in FEV~1~ (reference: 0.2766 L, test: 0.2783 L). The difference of the mean maximum change in FEV~1~ between the study groups (unadjusted difference: 0.0017 L \[95% CI: −0.0777, 0.0812\]; difference adjusted for time to maximum change in FEV~1~ and pack-years of smoking: 0.0116 L \[95% CI: −0.0699, 0.0931\]) indicated that the test inhaler was non-inferior to the reference inhaler, based on a non-inferiority margin of 0.100 L. The test and reference groups were also similar in maximum change in FVC in L, percent maximum change in FEV~1~ and FVC, AUC of the response--time curves for FEV~1~ and FVC, and time to onset of response and maximum response ([Table 3](#t3-copd-11-2859){ref-type="table"}).

Safety parameters
-----------------

There were no adverse events, serious adverse events, or deaths during the study. Vital signs, which were recorded at the pretreatment visit (0 h) and during the 24 h posttreatment follow-up, indicated no significant differences between the study groups. Biochemical and hematological findings were within normal limits in all patients, and there were no abnormal laboratory findings.

Discussion
==========

This randomized, active-controlled, parallel-group, open-label, Phase IV non-inferiority trial showed that Discair was non-inferior (based on maximum change from baseline FEV~1~) to HandiHaler in the delivery of a single dose of 18 μg tiotropium to patients with moderate-to-severe COPD. Importantly, patients in the test and reference groups had similar baseline characteristics. The two treatments also produced similar time-dependent responses in absolute maximum change of FVC, percent change of FEV~1~ and FVC, and area under the response--time curve for FEV~1~ and FVC during the 24-h follow-up period. The two treatments also had similar times for onset of response and peak response, and favorable safety profiles.

FEV~1~ obtained during forced spirometry is the main parameter used to evaluate progression and extent of airflow obstruction, and to select optimal treatment strategies for COPD patients.[@b1-copd-11-2859],[@b2-copd-11-2859],[@b38-copd-11-2859] Thus, we used maximum change in FEV~1~-related bronchodilator efficacy as the basis of a non-inferiority hypothesis in this study. The results indicated that the experimental product (Discair) was non-inferior to the active comparator product (HandiHaler). Moreover, Discair seemed to provide comparable clinical efficacy as HandiHaler in terms of time-dependent bronchodilator response associated with improvement in FEV~1~ and FVC, the most reliable and objective parameters available to measure airflow limitation.[@b39-copd-11-2859]

The mean improvement from baseline FEV~1~ was 0.04 L in the reference group and 0.05 L in the test group. The time to onset of response was 0.25 h in most patients and was similar in both groups. The maximum response was at 4.7 h (reference group) and 4.2 h (test group). This is a clinically significant bronchodilator response for patients with moderate-to-severe COPD, and further reinforces the benefit provided by tiotropium in management of COPD.[@b38-copd-11-2859]

Dyspnea is the most frequent reason that COPD patients seek medical advice, is the symptom that mostly limits the activities of daily living, and has the greatest negative impact on HRQoL in patients with COPD.[@b40-copd-11-2859],[@b41-copd-11-2859] Thus, evaluation of the success of a treatment for COPD is generally based on the presence of exacerbations and symptoms such as dyspnea.[@b41-copd-11-2859]

COPD is a complex heterogeneous disease and many studies have assessed the extent of airflow limitation by spirometric indices such as FEV~1~. However, FEV~1~ and other indices may be poor surrogate markers for symptoms.[@b38-copd-11-2859] Accordingly, some studies have suggested use of multidimensional evaluation of COPD by inclusion of patient reported outcomes (PROs).[@b38-copd-11-2859],[@b42-copd-11-2859],[@b43-copd-11-2859] The emphasis on use of FEV~1~, other markers of lung function, and other clinical variables (eg, chronic symptoms and exacerbations) may be valuable because of their potential modulatory effects.

The mMRC scale was developed to assess dyspnea, and it is currently the most widely used one-dimensional scale to evaluate PROs for COPD. Thus, current guidelines recommend its use for evaluation of COPD patients.[@b43-copd-11-2859],[@b44-copd-11-2859] Our findings indicated comparable efficacy of Discair and HandiHaler in terms of change of FEV~1~ and FVC from baseline for patients with mMRC scores of 1, and for patients with mMRC scores of ≥2. Hence, our findings indicate that both devices can generate the flow rates needed for currently available DPIs over a wide range of inspiratory flow rates[@b39-copd-11-2859],[@b45-copd-11-2859] for patients with stable COPD and varying severities of airflow limitation and dyspnea. Indeed, previous research reported that tiotropium markedly reduced the development of breathlessness and physical limitations by reducing progressive airflow obstruction and lung hyperinflation due to progressive destruction of supporting tissues and elastin fibers of the lungs.[@b39-copd-11-2859],[@b46-copd-11-2859],[@b47-copd-11-2859] This translates into significant amelioration of clinical symptoms. Hence, some researchers have emphasized the importance of considering static lung volume in the multidimensional evaluation of COPD patients, because this can help to assess the full impact of COPD on a patient's life.[@b39-copd-11-2859],[@b46-copd-11-2859],[@b48-copd-11-2859]

The baseline characteristics of patients in the Discair and HandiHaler groups were similar. In particular, all patients in both groups were males, their mean ages were similar (reference: 61.7 years old, test: 62.5 years old), most were ex-smokers, most had diagnoses of GOLD B disease, most were on COPD medications, and none had exacerbations in the previous year.

Age can influence the pharmacokinetics and pharmacodynamics of inhaled therapies and the mainstay of treatment for COPD.[@b49-copd-11-2859] Analysis of patients who discontinued treatment in the UPLIFT trial of COPD patients indicated a higher likelihood of premature discontinuation in those who were older, female, and current smokers, and in those with poorer health status, more exacerbations, and more pack-years of smoking.[@b50-copd-11-2859] Thus, the demographic and clinical similarities of our Discair and HandiHaler groups and our observation that all patients were compliant with therapy (with no records of poor inhalation technique during training) are major strengths of our study.

The Discair was designed for easier handling and minimal complexity. In fact, none of our patients reported difficulties in using the Discair during and following the training period, and there was no need to repeat respiratory function tests in any patients. A recent multinational real-world study of COPD patients identified a direct link between improved inhaler satisfaction (mainly durability, ergonomics, and ease-of-use) and increased treatment adherence.[@b51-copd-11-2859] Hence, improved patient satisfaction with an inhaler may improve clinical and economic outcomes in patients with COPD.[@b31-copd-11-2859],[@b51-copd-11-2859] Notably, a recent study on the potential societal costs and benefits of improving treatment satisfaction, by use of a new tiotropium inhaler that was comparable to HandiHaler, estimated that 59% of patients preferred the new inhaler.[@b31-copd-11-2859] Moreover, patients who switched to the new inhaler reported a \~32% improvement in satisfaction with treatment and a 9% increase in adherence.[@b31-copd-11-2859]

The HandiHaler is a complex single-dose DPI that requires 6 distinct steps for drug delivery and, like other unit-dose DPIs, cannot be considered a patient-friendly and easy-to-use device. Some of the disadvantages of the HandiHaler are: a) the need to place an individual capsule into the device immediately before each use, b) the need to discard the spent capsule and to clean the device and remove remnants of the hard gelatin capsule after each use, c) potential hygiene problems from the need to repeat the loading and cleaning steps, and d) difficulty of using the device by patients with impaired dexterity.[@b19-copd-11-2859],[@b28-copd-11-2859] Another disadvantage is that a patient's inspiratory effort affects powder dispersion, and the operational complexity of the device can make it challenging to generate sufficient fine particles to ensure proper drug deposition in the lower airway in the elderly and patients with more severe airway obstruction.[@b28-copd-11-2859],[@b30-copd-11-2859] Also, the inhalation process sometimes needs to be repeated to ensure that the capsule is empty, and this increases the likelihood of dose variability and adds to the complexity of use.[@b28-copd-11-2859],[@b30-copd-11-2859]

These problems with the HandiHaler motivated the development of a more patient-friendly and easier-to-use alternative for tiotropium therapy -- Discair. Tiofix Discair is a multidose DPI device that contains 60 doses in an indexed foil--foil aluminum strip. The dose blister is only opened just prior to patient inspiration, and there is no need for cleaning or reloading. Discair is an easy-to-use DPI that requires only 3 steps for dose delivery. During dose delivery with Discair, there is no risk of direct contact with the drug, no need to open the cap (because this occurs automatically inside the device), no special inhalation maneuvers are needed, and there is no need to close the device. Moreover, inhalation flow rate characteristically has minimal effect on dose emission.[@b37-copd-11-2859] All of our patients were able to use this device without any problems.

Our safety data indicated that 18 μg tiotropium dry-powder formulation delivered by Discair was well tolerated, as was the dry-powder capsule delivered by HandiHaler. This is consistent with previous trials, and confirms that tiotropium bromide inhalation powder is well tolerated in patients with COPD.[@b10-copd-11-2859],[@b52-copd-11-2859]--[@b54-copd-11-2859]

Limitations
===========

Major limitation of the present study seems to be the lack of the data from the female patients. Female patients were not included in the study since majority of moderate-to-severe COPD patients admitted to the study center were composed of males in accordance with predominance of COPD among males than females in Turkey, and also none of the female patients met the inclusion criteria. Nonetheless, this precludes the generalization and interpretation of the study findings for the general population.

Conclusion
==========

Based on our measurements of FEV~1~, the bronchodilation efficacy of 18 μg tiotropium dry-powder formulation delivered by Discair was non-inferior to the dry-powder capsule delivered by the reference device (HandiHaler). These products also had similar clinical efficacy in terms of time-dependent bronchodilator response, and both had favorable safety profiles for patients with moderate-to-severe COPD. Importantly, patients in the test and reference groups had similar baseline characteristics. Thus, Discair is a safe and effective inhaler that is more patient-friendly for delivery of the active ingredient tiotropium (18 μg), a widely used drug with well-known efficacy and safety for treatment of COPD. Further larger scale and longer duration studies are required to assess the long-term safety and efficacy of Discair, the benefits of features related to handling and ease of use, and additional outcomes such as PROs and HRQoL.
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###### 

Baseline characteristics of COPD patients in the reference group (HandiHaler^®^) and test group (Discair^®^)

  ---------------------------------------------------------------------
                                          Reference\     Test\
                                          (n=29)         (n=29)
  --------------------------------------- -------------- --------------
  Age (years)                                            

  Mean (SD)                               61.7 (6.4)     62.5 (8.2)

  Sex, male/female                                       

   N                                      29/0           29/0

  Body mass index (kg/m^2^), mean (SD)    27.0 (4.1)     25.8 (4.7)

  Smoking status                                         

   Ex-smoker, n (%)                       24 (82.8)      18 (62.1)

   Active smoker, n (%)                   5 (17.2)       11 (37.9)

   Smoking (pack/year), mean (SD)         51.5 (37.7)    67.4 (30.1)

  Onset of COPD                                          

   Newly diagnosed, n (%)                 3 (10.3)       4 (13.8)

   Formerly diagnosed, n (%)              26 (89.7)      25 (86.2)

  Duration of COPD (years)                               

   Mean (SD)                              3.5 (3.7)      3.6 (4.6)

  GOLD category, n (%)                                   

   B                                      25 (86.2)      25 (86.2)

   C                                      0 (0.0)        1 (3.5)

   D                                      4 (13.8)       3 (10.3)

  mMRC score, n (%)                                      

   1                                      8 (27.6)       5 (17.2)

   2                                      20 (69.0)      21 (72.4)

   3                                      1 (3.4)        3 (10.3)

  Exacerbations in the last year, n (%)                  

   None                                   18 (62.1)      17 (58.6)

   1                                      5 (17.2)       4 (13.8)

   2                                      5 (17.2)       8 (27.6)

   3                                      1 (3.5)        0 (0.0)

  Use of COPD medication, n (%)                          

   Yes                                    24 (82.8)      24 (82.8)

   No                                     5 (17.2)       5 (17.2)

  Vital signs, mean (SD)                                 

   Pulse (bpm)                            75.4 (7.8)     77.8 (7.8)

   Body temperature (°C)                  36.3 (0.6)     36.3 (0.4)

   Arterial blood pressure (mmHg)         125.1 (14.4)   124.8 (19.3)

   Venous blood pressure (mmHg)           76.2 (10.8)    74.2 (9.8)

   Respiratory rate (breaths/min)         20.2 (2.2)     20.8 (2.1)

  CBC, mean (SD)                                         

   Hemoglobin (g/dL)                      14.5 (1.0)     14.7 (1.2)

   Hematocrit (%)                         43.7 (2.6)     44.0 (3.9)

   WBC (×10^9^/L)                         8.6 (2.2)      8.3 (1.9)

   Platelet (×10^9^/L)                    238.7 (63.0)   244.4 (78.1)
  ---------------------------------------------------------------------

**Abbreviations:** CBC, complete blood count; COPD, chronic obstructive pulmonary disease; GOLD, Global Initiative for Obstructive Lung Disease; mMRC, modified Medical Research Council; SD, standard deviation; WBC, white blood cell.

###### 

Spirometry findings before (0 h) and 24 h after bronchodilator use in the reference group (HandiHaler^®^) and test group (Discair^®^)

                        FEV~1~, L (SD)   FVC, L (SD)                                       
  --------------------- ---------------- ------------- ------- ------------- ------------- -------
  Pre-bronchodilator    1.39 (0.40)      1.36 (0.38)   0.764   2.33 (0.48)   2.20 (0.46)   0.276
  Post-bronchodilator   1.46 (0.43)      1.42 (0.37)   0.708   2.36 (0.52)   2.28 (0.44)   0.546

**Note:**

Student's *t*-test.

**Abbreviations:** FEV~1~, forced expiratory volume in 1 second; FVC, forced vital capacity; SD, standard deviation.

###### 

Bronchodilator efficacy parameters in the reference group (HandiHaler^®^) and test group (Discair^®^)

  Efficacy parameters                                  FEV~1~            FVC                                                                                                       
  ---------------------------------------------------- ----------------- ----------------- --------------------------------------------------- ----------------- ----------------- ---------------------------------------------------
  Average change from baseline (h), L (SD)                                                                                                                                         
   2                                                   0.18 (0.13)       0.18 (0.15)       0.985                                               0.29 (0.26)       0.20 (0.20)       0.133
   4                                                   0.19 (0.15)       0.20 (0.17)       0.790                                               0.29 (0.30)       0.24 (0.22)       0.419
   8                                                   0.15 (0.14)       0.17 (0.16)       0.520                                               0.23 (0.26)       0.18 (0.23)       0.413
   24                                                  0.05 (0.14)       0.06 (0.13)       0.853                                               0.11 (0.22)       0.04 (0.16)       0.155
  Maximum change from baseline, L (SD)                                                                                                                                             
   Mean (SD)                                           0.2783 (0.1454)   0.2766 (0.1565)   --[\*](#tfn6-copd-11-2859){ref-type="table-fn"}     0.4438 (0.2614)   0.3417 (0.2192)   0.113
  \% change from baseline                                                                                                                                                          
   Mean (SD)                                           20.783 (11.202)   22.235 (13.792)   0.662                                               20.337 (12.139)   16.719 (11.896)   0.257
  Area under the response--time curve (h), mean (SD)                                                                                                                               
   0--24                                               2.8326 (3.2035)   2.9489 (3.2244)   0.891                                               4.7291 (5.5265)   2.8965 (4.6768)   0.178
   0--2                                                0.2888 (0.1981)   0.2684 (0.2122)   0.268                                               0.4362 (0.3418)   0.2970 (0.3261)   0.148
   0--4                                                0.6509 (0.4781)   0.6413 (0.5095)   0.941                                               1.0219 (0.8518)   0.7165 (0.7206)   0.146
   0--8                                                1.3037 (1.0011)   1.3792 (1.1261)   0.788                                               2.0388 (1.8152)   1.4896 (1.5776)   0.224
  Time to onset of response (h), n (%)                                                                                                                                             
   0.25                                                24 (82.8)         26 (89.7)         0.706[b](#tfn5-copd-11-2859){ref-type="table-fn"}   21 (72.4)         24 (82.8)         0.530[b](#tfn5-copd-11-2859){ref-type="table-fn"}
   0.5                                                 4 (13.8)          3 (10.3)                                                              4 (13.8)          3 (10.3)          
   1                                                   0 (0.0)           0 (0.0)           --                                                  3 (10.3)          0 (0.0)           
   2                                                   0 (0.0)           0 (0.0)           --                                                  0 (0.0)           2 (6.9)           
   3                                                   0 (0.0)           0 (0.0)           --                                                  1 (3.5)           0 (0.0)           
  Time to peak response (h), t~max~                                                                                                                                                
   Mean (SD)                                           4.1724 (4.9390)   4.6466 (5.9625)   0.743                                               4.6897 (6.0815)   4.2672 (3.4362)   0.746

**Notes:**

Student's *t*-test.

Fisher's exact test (0.25 vs \>0.25).

The difference of the average maximum change from baseline (0.0017 L \[95% CI: −0.0777, 0.0812\]) showed that the test inhaler is non-inferior to the reference inhaler. --, Not applicable.

**Abbreviations:** FEV~1~, forced expiratory volume in 1 second; FVC, forced vital capacity; SD, standard deviation.
